


PORTABLE AUTOMATIC CALIBRATION TRACKER: 

A PROGRESS REPORT 

Walter J. Carrion 

January, 1968 

Approved : 

Head, Optical  Systems Branch 

w7- -E 
Robert J .uCoates 
Chief, Advanced Development Division 

GODDARD SPACE FLIGHT CEEFE8 
Greenbelt, Maryland 



PAGE 

TABLE OF C O l ! T T ~ S  
Page 

Mount Description . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 

Detection System . . . . . . . . . . . . . . . . . . . . . . . . . . .  2 
Alignment to Station Coordinates . . . . . . . . . . . . . . . . . . .  3 

System Evaluation . . . . . . . . . . . . . . . . . . . . . . . . . . .  4 
Error Model . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  4 
Results of the Star Evaluation Test. . . . . . . . . . . . . . . . . .  5 
Aircraft Evaluation Test . . . . . . . . . . . . . . . . . . . . . . .  5 

Summary . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  6 

Acknowledgments . . . . . . . . . . . . . . . . . . . . . . . . . . . .  7 

iii 



ILLUSTBYTIONS 

Portable Automatic Calibration Tracker . . . . . . . . . . . . .  Figure 1 

Alignment t o  S ta t ion  Coordinates . . . . . . . . . . . . . . . .  Figure 2 

Checking Pointing Axis . . . . . . . . . . . . . . . . . . . . .  Figure 3 

S ta r  Track Surnmary . . . . . . . . . . . . . . . . . . . . . . .  Figure 4 

Data Plo t  . . . . . . . . . . . . . . . . . . . . . . . . . . .  Fligure 5 

Summary of S ta r  Track S t a t i s t i c s  . . . . . . . . . . . . . . . .  Figure 6 

i v  
... . / /  ..-. 



The Portable Automatic Calibration Tracker (PACT) was developed by IW 
under contract  t o  Goddard Space F l ight  Center t o  improve the angular cal ibra-  
t i o n  of antennas and radio sa te l l i t e  tracking systems i n  NCISA.'s S a t e l l i t e  
Tracking and B t a  Acgufsition Retwork. 1% i s  a s igni f icant  advance i n  t h e  
state-of-t 'ne-art of real-time tracking and data  presentation. This cal ibra-  
t i o n  system w i l l  be transported by the Network Calibration Airplane t o  t h e  
various t racking s t a t ions  around the world. 
develop a precis ion electro-3pt ieal  system made up of modules t h a t  are e a s i l y  
assembled and i n  operation i z a  a minimum of t i m e  ( four  hours).  

Therefore, it was necessary t o  

The method now employed f o r  t h e  ca l ibra t ion  of t he  network requfres photo- 
graphic records t o  be reduced. For instance, the  la rge  radio antennas have 
an op t i ca l  boresight system t h a t  photographs a star f i e l d  and/or t he  Calibra- 
t i o n  Airplane while the  antenna t racks  a transponder on the  airplane.  This 
method r e s t r i c t s  ca l ibra t ion  t o  nighttime and does not provide a "quick look" 
a t  t h e  data because of tirae-consuming film processing and data reduction. 

The design goal f o r  PACT was t o  develop a r e l i a b l e  instrument t h a t  could 
perform ca l ibra t ion  on a 24-hour schedule with real-time angular accuracy of 
"5 see of a r c  or b e t t e r .  
straightforward t e c h i q u e  and easily maintained and operated by an engineering 
f i e l d  crew. 

I ts  a l i g m e n t  t o  s t a t i o n  coordinates had t o  be a 

Fielc?. evalxation t e s t s  on knowr. stars indicate  t h a t  PACT has achieved a 
real-time accuracy of + " s e e  of a r c  d?;trfi?g operation from an hour before 
sunset t o  an hour afte; sunrise .  

The system's haraware developmect i s  straightforward. Standard precision 
engineering design and good shop pract ices  were adhered t o  throughout the  
development; therefore ,  only a b r i e f  descr ipt ion w i l l  be given. If de ta i led  
infomat ion  5s desi_red, it can be obtairaed from t h e  Optical  Systems Branch, 
Goddard Space P l ight  Center, 0;" ITT, Sa,n Fernando, CaLifornia. 

Mount Description 

The X-P configuration f o r  t h e  muunt (Figure 1) i s  t h e  same as t h a t  used 
for the net.work data acquis i t ion  aritelmas. 
t r a c k i q ,  through t h e  local zeni th  where both. t he  op t i ca l  and R F  recept5on i s  
t h e  bes t .  
t he  X-Y mount has i t s  gsea tes t  r c t a t iopa l  ve loc i t i e s  and accelerat ions on the  
horizon, where sa te l l i t e  recept ioc i s  poorest. 

%?e X-Y mount i s  advantageous for 

An Az-El IWILE~, has i t s  graa tes t  t racking problem at, zenith,while 

The X-X ax i s  i s  the  horizontal  a x i s  t h a t  i s  aligned t o  the  meridian plane 
of t he  s ta t ion ;  t h e  P-Y ax i s  i s  brthogcnal t o  X-X ax i s ,  Therefore, t he  t racker  



FIGURE 1 - PORTABLE AUTOMATIC CALIBRATION TRACKER 
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rolls about the  X-X ax i s  t o  point east or w e s t  and rolls about t h e  Y-Y a x i s  
t o  point north or south. 
mount t h a t  i s  located on the  equator. 

This configuration i s  the  same as an equator ia l  

The mount i s  a heat- t reated cas t  aluminum s t ruc ture .  The material i s  
Alcoa's 356 a l l o y  with a T 5 l  temper condition which w a s  stress rel ieved and 
heat t rea ted  p r i o r  t o  f i n a l  machining. Ekt reme care w a s  taken t o  design 
the  i n s t m e n t  as symmetrical as possible t o  minimize thermal changes. 
c i s ion  angular contact bearings were used, with one end of each ax i s  f loa t ing  
t o  allow f o r  thermal expansion. 
matches castings t h a t  w i l l  be permanently a t tached t o  p i e r s  a t  each s t a t i o n  
t o  be cal ibrated.  Adjustment screws, 120 apart ,  and one second of a rc  
leve ls ,  mounted on the  gimbal along the  X-X a x i s  and the  Y-Y ax is ,  a i d  i n  
i n i t i a l  alignment t h e  instrument t o  the  s t a t i o n  coordinates. Each shaf t  
has Wayne-George 2@ Digisec Encoders. (Reference John E. Moye's paper, 
"An Evaluation of Precision Shaft Angle Encoders, 'I SPIE 12th Annual Technical 
Symposium). 

Pre- 

The mount rests on a spherical  seat t h a t  

0 

The guide scope has a fixed foca l  posi t ion which enables the operator 
t o  remain s ta t ionary  during the  operation. To keep the  sense of d i rec t ion  
f o r  centering the  t a r g e t  the  same, whether t he  operator is  viewing through 
the  guide scope or using the  open s ight  during acquis i t ion,  t he  s t i c k  con- 
t r o l  which ITT developed and i s  patenting, has two modes. 

A l l  of t he  electronics  f o r  t he  mount, encoders, detector ,  e t c .  are 
housed i n  e a s i l y  portable weatherproof containers.  

The system was designed, fabr icated,  and checked out with a measuring 
precision of b e t t e r  than one second of a rc .  See Figure 5 f o r  the  summary of 
the  s t a t i c  star evaluation tests. 

Detection System 

A tungsten l i g h t  source with 4000 w a t t  output t h a t  peaks near .9 microns 
has been mounted t o  t h e  bottom of the Calibration Airplane. 
PACT i s  an image d issec tor  star tracking tube. 
surfaces a r e  being evaluated. 
around .8 microns i s  best (but  s t i l l  not sa t i s fac tory)  f o r  t racking a i r c r a f t  
during the  day but  i s  l imited i n  the  number of stars it can t rack.  The S-20 
surface i s  preferred f o r  night operation, when it easily locks onto 4th mag- 
nitude or br igh te r  stars. 
of 25 miles without los ing  lock. However, with a S-20 t racker ,  daylight 
operation i s  ser iously l imited.  
capabi l i ty  of only 7 m i l e s  (30 m i l e s  w a s  des i red) .  Sun g l i n t s  from the  air-  
c r a f t  and background are the  major problems. Sa t i s fac tory  dayl ight  tracking 
can be done only up t o  one hour after sunrise  and before sunset.  

The sensor i n  
Ebth S-1 and S-20 photocathode 

The S-1 which has a peak spec t r a l  response 

It tracks the a i r c r a f t  a t  night  out t o  distances 

Even the  S-1 photocathode has a daylight 

The op t i ca l  system is  a 5.7 inch aperture Dah1 Kirkham with an 80 inch 
foca l  length, designed and b u i l t  by Tinsley Laboratories. The def lect ions 
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of the optical system were carefully measured by autocollimating techniques 
and found to be less than 1 second of arc in all orientations. This value 
was used in developing the error model, which is discussed later. 
optical sensor assembly mounts to the gimbal by a spherical seat which has 
fine adjustment screws. 

The 

Alignment to Station Coordinates (Figures 2 & 3) 

The longest time-consuming function necessary to set up the system at 
each station is the precise alignment of the PACT axis to station coordinates. 
North, east, south, and west lines are set up with respect to the center of 
the PACT pier, by means of markers whose positions are established by first 
order survey. The observer's eyepiece is then removed and an optical flat 
is squared onto the X-X axis. 
attachment is aligned to the north-south line of the station using two marke6s 
on the line south of PACT. 
in elevation (the theodolite is not moved in Az unless the theodolite has a 
collimation error) and the line of sight is set level with reference to an 
optical level which has 1 second of arc precision. Level line of sight is 
established by autocollimating off of the optical level as in Figures 2 & 3. 
Removing the optical level, the X-X axis of PACT is adjusted in azimuth and 
leveled with reference to the A/C The Y-Y axis which is ortho- 
gonal to X-X is then automatically aligned east-west. 
adjustment provided in the instrument design for correcting an orthogonality 
error. Field tests over a four-month period indicate that the relation of 
these axes stay constant. 

A theodolite with an autocollimating (A/C) 

The theodolite is then rotated approximately 180 

theodolite. 
There is no field 

To check or adjust the pointing axis of the optical system, two point 

These need only be within a degree or so of the east-west line 
source autocollimators are set up to the east and west of PACT on the east- 
west line. 
but must be precisely level. Using the image dissector, PACT locks onto the 
image of the A/C, say to the east. The angular reading is recorded. The 
telescope is then rotated about X-X 180' and locked onto the west A/C and 
the X-X shaft angle recorded. 
aligned horizontal, the angle turned about the X-X axis should equal 180' 
(4-90' east, -90' west). Whgn the telescope is pointing to zenith, the shaft 
angle readings are set at 0 . The zero angle setting is checked with refer- 
ence to the one second of arc levels mounted on the gimbal along the X-X and 
Y-Y axis). 
the A/C, it is due to the nonperpendicularity of the optical pointing axis 
to the Y-Y axis. 
optical-sensor assembly by means of three fine adjusting screws. This 
assembly mates to the gimbal by a spherical seat. The alignment is rechecked 
as stated above. 
one count (3.6 see). At this position, the pointing axis of the telescope 
is perpendicular to the Y-Y axis; however, its position about the Y-Y axis 
has to be established. 
Y-Y encoder to the correct angle reading. 

Since both collimated beams were accurately 

0 If an angular error is noted when "dumped" 180 in reference to 

Half of the error is adjusted out by moving the entire 

This alignment has been repeatedly made to an accuracy of 

This is done by locking onto Polaris and setting the 
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System Evaluation 

Star calibration techniques have been employed to determine the pointing 
accuracy of PACT. 
with the aid of star Ephemeris data converted to X and Y angles, PACT is set 
approximately to a chosen star's position by means of the shaft angle encoders. 
When the star gets to within four minutes of arc of the pointing axis, the 
instrument locks onto it and displays a light indicating that it is in auto- 
track. 

After the instrument is aligned to the station coordinates, 

If "Lock" is lost, an audio signal sounds to warn the operator. 

The X and Z encoder readings, a "Lock or No-lock" condition, a measure 
of tracking or servo error, time, and star identification are recorded for 
each second on punched tape. Each star is tracked for 20 to 30 seconds. In 
four or five hours, it is thus possible to record 25 to 40 stars throughout 
the entire hemisphere. 

Computer programs have been written to analyze the data. Figure 4 shows 
a sample printout which gives the average delta X and Y error, the sigma delta 
X and Y error, and the root mean square delta X and Y difference from the 
predicted tme star position. 
of the system since it is derived from over 550 tracked points taken in all 
possible operation orientation. In addition, the average and standard devi- 
ation for each star is given. 
of instrumentation malfunction, such as servo jitter and noise. 

"his data is representative of the performance 

The standard deviation is an excellent indication 

m e  data is then automatically plotted (Figure 5). The error vectors 
exhibit vartous patterns, which are directly associated with the source of 
the error. For ifrstance, a pattern with all vectors pointing in the same 
direction and of equal or nearly equal magnitude would be an encoder bias 
error; if the horizontal vector increases from the zenith ( o r  center of the 
plot), thfs indicates the optical axis is not perpendicular to the Y-Y axis. 
A circular pattern indicates an axial misalignment, such as the X-X axis 
rotated out of the meridian plane. 
tool for evaluating precision tracking instruments because operator mistakes 
and instmentation malfunctions can be readily detected. 

This type of evaluation gives one a handy 

Error Model 

An Error Model has been developed which analyzes the data to determine the 
amount of error i3 various components or alignments that would account for the 
total errors encountered in a particular track. 
assigns a possible error to seven different parameters. This gives the evalu- 
ation engiceers a clue to the possible source of contributing errors. It also 
guides the design engineers during development as well as the field alignment 
crew because it emphasizes the effect of a particular error on the overall 
system performance; therefore, the allowable error is determined. 

The Error Model for PACT 
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The seven parameters for the X-Y configuration of PACT are: 

1. X axis encoder bias These are the errors in the zero setting of 

2. Y axis encoder bias pointing to zenith, the encoders should read 
- the encoders. When the pointing axis is 

zero. 

3 .  X axis tilt - The X-X axis, which is aligned to the meridSan plane, 
must also be level. 

4. X axis rotated west - This is the azimuth rotation of the X-X axis 
out of the meridian plane. 

5. Optical axis to Y axis - This is the nonperpendicularity of the 
pointing or optical axis to the Y-Y axis. 

6. Rotation of Y axis to X axis - This is the nonorthogonality of the 
Y axis to X axis. 

7. SAG - This is the deflection of the telescope tube sag or the amount 
of variation of the pointing axis with reference to the Y-Y 
axis. 

The validity of the error model has been verified by rechecking the 

By this means, the importance of the two 
various parameters, correcting or adjusting out the misalignments a2d re- 
running the evaluation tests. 
categories of errors is easily seen; namely, the inherent instrument errors 
(6 and 7 above) and the alignment errors (1 through 5 above). 
nificant to note that the PACT system has reached an accuracy that is limited 
more to the ability of a field crew to align the system to particular station 
coordinates if absolute pointing angles are to be obtained, then the inherent 
accuracy of the instrument. 

it is sig- 

Results of the Star Evaluation Test 

Figure 6 is a swnmary of the results of the raw data (no error model cor- 
rection applied) of the star track statistics for five tests. 
test contains at least 30 to 40 stars with over 600 data points, because each 
star is tracked for at least 20 seconds. In addition to the data shown, our 
examination of the data for July 17 revealed that the peak error was no 
greater than three counts or approximately 10 seconds of arc. 
accuracy of PACT is represented by the rms, which is better thas 7 seconds of 
arc. 

Each night's 

The overall 

Aircraft Evaluation Test 

The star evaluation tests are considered to be static tests and are 
relatively easy to conduct and analyze the data. 
for the calibration of the network. 

PACT'S primary function is 
In this role, it will be determining 
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the angle (corrected for parallax) of the Calibration Aircraft from a given 
station, while network tracking instruments, such as an 85 foot dish, are 
autotracking on a transponder mounted on the aircraft near the tungsten source 
target for PACT. The aircraft is flown in prescribed patterns around the 
station to simulate satellite rates. In order to evaluate PACT under its 
actual field operation, photogrammetric techniques are employed. During the 
night evaluation tests, the aircraft is photographed against a star field. 
Two types of plate cameras are used: 
of Figure 1) and the MOTS-24 camera, which is on a sidereal mount. 
PTH-100 camera requires Pre and Post calibration star plates. The MOTS-24 
requires just the chopping of the aircraft lights by the shutter exposure. 
(All exposures are precisely timed). These tests have been performed, and 
the plates are being measured. The results will be published in the final 
engineering report. 

the fixed PTH-100 camera (in background 
The 

Presently, the system is being temperature cycled from +120° to -60' F 
to determine physical changes or damage that may occur from environment since 
it will be operated at both far northern and desert sites. 

Summary 

The Portable Automatic Calibration Tracker development has advanced the 
state-of-the-art of Optical Technology in two areas. 
accuracy has been achieved to an accuracy of 7 seconds of arc. 
has been developed, evaluated, and applied to the data for precision tracking 
instruments. In addition, the improved real-time handling of the data not 
only expedites calibration of tracking instruments, but it makes available 
technology necessary for deep space optical communication mission. PACT has 
demonstrated the ability to autotrack a celestial target to an accuracy better 
than 3 seconds of arc. 

Absolute pointing 
Ekror Model 

To date, PACT'S main deficiencies are in its ability to track the aircraft 
during daylight hours and the tine-consuming alignment procedures for aligning 
PACT to the station coordinates. Both of these problems are under consideration. 

It is felt that cooling the detector will not give a sufficient gain to 
achieve f u l l  daylight capability. Although considered in the earlier phases 
of this development program and discarded because of safety and reliability, 
a laser retroreflector system should be reconsidered. 

The station alignment procedures are being improved. The system will be 
rechecked in the field after it has completed the temperature test. 
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